
Table 4-5
Phase I Data Validation and Evaluation Summary

Lab Analytical Method

Samples/ 
Analytes 
Analyzed

Percent 
Validated

Percent 
Evaluated

Number of 
Samples 

Affected by 
Rejects

CLP CLP-Metals 615/14682 100% 100% 337
CLP CLP-PPCB 567/16138 100% 100% 24
CLP CLP-SVOC 617/40168 100% 100% 1
CLP CLP-VOC 663/31824 100% 100% 6

Conoco Contract Lab 8270C-SIM 85/1445 100% 0% --
Conoco Contract Lab Abiotic 16/16 100% 0% --
Conoco Contract Lab AVS/SEM 53/395 100% 0% --
Conoco Contract Lab AXYS METHOD DX-T-1613/Ver.3 28/700 100% 0% 21
Conoco Contract Lab AXYS METHOD DX-W-1613/Ver.1 6/150 100% 0% 5
Conoco Contract Lab CVAFS 70/70 100% 0% --
Conoco Contract Lab E130.2 13/13 100% 0% --
Conoco Contract Lab E160.3 74/74 100% 0% --
Conoco Contract Lab E300 13/13 100% 0% --
Conoco Contract Lab E310.1 13/13 100% 0% --
Conoco Contract Lab E350.1 13/13 100% 0% --
Conoco Contract Lab E351.2 13/13 100% 0% --
Conoco Contract Lab EPH 66/983 100% 0% --
Conoco Contract Lab Gravimetry 67/67 100% 0% --
Conoco Contract Lab SW6010B 134/1498 100% 0% 37
Conoco Contract Lab SW6020 71/994 100% 0% --
Conoco Contract Lab SW7196 101/101 100% 0% --
Conoco Contract Lab SW7470A 23/23 100% 0% --
Conoco Contract Lab SW7471A 182/182 100% 0% --
Conoco Contract Lab SW8081A 151/2896 100% 0% --
Conoco Contract Lab SW8082 151/1091 100% 0% --
Conoco Contract Lab SW8260B 244/8887 100% 0% 24
Conoco Contract Lab SW8270C 309/15025 100% 0% --
Conoco Contract Lab SW8310 71/1111 100% 0% 13
Conoco Contract Lab SW9030 22/22 100% 0% --
Conoco Contract Lab Methyl Mercury 1/1 100% 0% --
Conoco Contract Lab VPH 73/519 100% 0% --
Conoco Contract Lab WBLACK 122/122 100% 0% --

EPA R6 HOU-SVOC 6/396 100% 100% --
Olin Contract Lab E130.2 2/2 100% 0% --
Olin Contract Lab E160.1 2/2 100% 0% --
Olin Contract Lab E160.2 2/2 100% 0% --
Olin Contract Lab E300 2/14 100% 0% --
Olin Contract Lab E310.1 2/8 100% 0% --
Olin Contract Lab E350.3 2/2 100% 0% --
Olin Contract Lab E351.3 2/2 100% 0% --
Olin Contract Lab E405.1 2/2 100% 0% --
Olin Contract Lab E410.4 2/2 100% 0% --
Olin Contract Lab E6020 74/592 100% 0% 23
Olin Contract Lab SW6010B 74/1414 100% 0% --
Olin Contract Lab SW7470A 9/9 100% 0% --
Olin Contract Lab SW7471A 65/65 100% 0% --
Olin Contract Lab SW8015B 12/12 100% 0% --
Olin Contract Lab SW8081A 74/1476 100% 0% --
Olin Contract Lab SW8082 74/518 100% 0% --
Olin Contract Lab SW8151A 74/740 100% 0% --
Olin Contract Lab SW8260B 85/4845 100% 0% --
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Olin Contract Lab SW8270C 74/4662 100% 0% --
Olin Contract Lab SW9045C 11/11 100% 0% --
Olin Contract Lab SW9060 13/13 100% 0% --

Quanterra %Lipid 71/71 100% 100% --
Quanterra E130.2 18/18 100% 100% --
Quanterra E160.1 17/17 100% 100% --
Quanterra E160.2 17/17 100% 100% --
Quanterra E310.1 17/65 100% 100% --
Quanterra E350.1 18/18 100% 100% --
Quanterra E351.2 18/18 100% 100% --
Quanterra E353.2 18/18 100% 100% --
Quanterra E405.1 16/16 100% 100% --
Quanterra E410.4 17/17 100% 100% --
Quanterra EPA300.0A 18/89 100% 100% --
Quanterra SW6010B 73/1576 100% 100% 1
Quanterra SW6020 568/1076 100% 100% --
Quanterra SW7470A 66/67 100% 100% 1
Quanterra SW7471A 68/68 100% 100% --
Quanterra SW8015B MOD 114/114 100% 100% --
Quanterra SW8081A 71/1491 100% 100% 30
Quanterra SW8082 71/497 100% 100% --
Quanterra SW8151A 536/5542 100% 100% 25
Quanterra SW8270C 85/5490 100% 100% 1
Quanterra SW8290 116/2900 100% 100% --
Quanterra SW9012 87/87 100% 100% --
Quanterra SW9045C 94/94 100% 100% --
Quanterra SW9060 113/113 100% 100% --
Quanterra SW9081 82/82 100% 100% --
Quanterra VPH 2/10 100% 100% --

A

3282-941-RTZ-RIRTZ-13707 Page 2 of 2


